[The TDF (time-dose-fractionation) model in brachytherapy].
A method to determine TDF values by standard tables with account of RBE of low-energy x-radiation and a small area of irradiation fields was proposed. Corresponding formulas confirmed by the authors' clinical data, were developed. The authors outlined ways of using these data for assessment and design of courses of brachytherapy to minimize the risk of development of skin radiation damages.